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The aim of this study was to determine whether skin temperature measurement by digital 
thermography on hands and feet is useful for diagnosis of Raynaud's phenomenon (RP). 
Fifty-seven patients with RP (primary RP, n = 33; secondary RP, n = 24) and 146 healthy 
volunteers were recruited. After acclimation to room temperature for 30 min, thermal 
imaging of palmar aspect of hands and dorsal aspect of feet were taken. Temperature 
differences between palm (center) and the coolest finger and temperature differences 
between foot dorsum (center) and first toe significantly differed between patients and 
controls. The area under curve analysis showed that temperature difference of the coolest 
finger (cutoff value: 2.2°C) differentiated RP patients from controls (sensitivity/specificity: 
67/60%, respectively). Temperature differences of first toe (cutoff value: 3.11 °C) also 
discriminated RP patients (sensitivity/specificity: about 73/66%, respectively). A 
combination of thermographic assessment of the coolest finger and first toe was highly 
effective in men (sensitivity/ specificity : about 88/60%, respectively) while thermographic 
assessment of first toe was solely sufficient for women (sensitivity/specificity: about 
74/68%, respectively). Thermographic assessment of the coolest finger and first toe is 
useful for diagnosing RP. In women, thermography of first toe is highly recommended. 
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INTRODUCTION 

Raynaud's phenomenon (RP) is characterized by a three-phase 
color change of blanching, cyanosis, and rubor in distal extrem- 
ities after exposure to cold and subsequent rewarming (1). RP is 
not easily diagnosed in the clinic. It is difficult to observe the tri- 
phasic color change even in winter because most patients wait 
in a warm waiting room long enough for any color change to 
disappear. Thermography on hands has been used to assess RP 
for a long time. Typically, an infrared camera was used to deter- 
mine skin temperature distributions by measuring thermal ra- 
diation (2). Whether RP is primary or secondary, the symptoms 
and signs of RP are manifested via vasospasms of the small 
muscular arteries and arterioles of the digits (3). Blood carries 
heat to the skin of the fingers, but vasospasms reduce blood 
flow, resulting in low temperature of the fingers. However, con- 
cerns about the reproducibility of thermography have limited 
its use (4). As RP affects both hands and feet (5, 6) we used in- 
frared thermography to measure skin temperature differences 
between the palm of the hand and the fingers and between the 
dorsum of the feet and the toes in patients with RP and normal 
healthy controls. 



MATERIALS AND METHODS 
Subjects 

We recruited 57 patients with RP (primary RP, n = 33; secondary 
RP, n = 24). All patients with primary RP (21 women, 12 men) 
satisfied the diagnostic criteria of LeRoy and Medsger (7) and 
had no clinical or immunological evidence of connective tissue 
disease, including normal nailfold capillary finding. Patients 
with secondary RP (20 women, 4 men) had the following under- 
lying diseases: systemic sclerosis (n = 10), mixed connective tis- 
sue disease (n = 2), rheumatoid arthritis (n = 3), Sjogren's syn- 
drome (n = 6), systemic lupus erythematosus (n = 1), Buerger's 
disease (n = 1), or atherosclerosis (n = 1). In addition, 146 
healthy people (86 women, 60 men) who has no underlying dis- 
ease such as diabetes mellirus or hypertension volunteered for 
the study. Infrared digital thermography was performed at a sin- 
gle rheumatism center in Incheon (Korea). 

Thermography protocol 

Thermography images were acquired using an infrared ther- 
mography camera (IRIS-XP®, Medicore, Seoul). A technician 
who has acquired official qualification of infrared thermogra- 
phy and has experience of 5 yr in Inha University Hospital per- 
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formed thermography in this study. After subjects were accli- 
mated to room temperature for 30 min in a temperature-con- 
trolled room at 24°C and images of palmar aspects of both hands 
and dorsal aspects of both feet were taken. As there were techni- 
cal difficulties to take images of the palmar aspect of both feet, 
the dorsal aspect was alternatively chosen to represent skin 
temperature of the feet. For each subject, hand images were an- 
alyzed as shown in Fig. 1A. The temperature within a circle at 
the palm center (diameter 1 cm) and at the distal phalanx (di- 
ameter 2-3 mm) were measured. Thumbs are known to be 
spared in both primary and secondary RP (8) and 5th finger tip 
is small and has a low temperature in both normal controls and 
RP patients which would result in less discriminatory power. 
Thus, second, third and fourth fingers were assessed and the 
finger with lowest temperature (the coolest finger) was selected, 
reflecting RP involvement most likely. The temperature differ- 
ence between the palm and the coolest finger was calculated. In 
the case of feet, first toe was chosen to represent RP involvement 
of the toes because of too small a size of the third, fourth and 
fifth toes to assess the temperature distribution of the toes. In 
the pilot study, the receiver operating curve was drawn for both 
the first and second toes to select for effective thermographic 
parameters of the toes and the first toe showed best discrimina- 
tory power with the largest area under the curve and a confi- 
dence interval (CI) (data not shown). The temperature differ- 
ence between the center of the foot dorsum and the first toe was 
calculated in the same manner as the hand and is shown in Fig. 
IB. To evaluate test reproducibility, 57 controls (32 women, 25 
men) were assessed two times in one day. No physical exercise 
was permitted and controls were required to rest for 30 min in- 
tervals between tests. 



Statistical methods 

Results were analyzed using SPSS version 16.0 for Windows 
(SPSS Inc., Chicago, IL, USA). Skin temperature differences 
were evaluated by independent samples t-tests. Receiver oper- 
ating characteristic (ROC) analysis was carried out and the op- 
timal cutoff value was determined for the maximum sum of 
sensitivity and specificity. Intraclass correlation coefficients 
(ICCs) in the second, third and fourth fingers and the first toe 
were calculated to evaluate the reproducibility of the test in 57 
normal controls. The interpretation of the ICC was in accor- 
dance to Fleiss ( < 0.40, poor reliability; 0.40-0.75, good reliabili- 
ty; > 0.75 excellent reliability) (9). The P value < 0.05 was con- 
sidered significant. 

Ethics statement 

Approval by the institutional review board of Inha University 
Hospital (IUH-IRB 11-1295) was obtained for this study and all 
subjects provided written informed consent before participat- 
ing in the study. 

RESULTS 

Reproducibility 

ICCs of temperature differences between the palm and the sec- 
ond, third and fourth fingers of dominant hand and between 
the foot dorsum and the first toe showed excellent reproducibil- 
ity ( > 0.75) except, of fourth finger of the non- dominant hand 
(0.73). 

Skin temperature distributions in patients and controls 

All patients in the study reported symptoms of RP involving 
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Fig. 2. The distribution of coolest finger in normal controls and RP patients. Rt/Lt de- 
notes right/left, respectively. 



Table 1. Temperature (Temp) differences of coolest finger and first toe in total popu- 
lation, men and women. Values were expressed as dominant hands/non-dominant 
hands 



Parameters 




Normal controls 


RP patients 




(n 


= 146) 


(n 




Age (yr) 




39 


+ 1 


8.3 


44 


+ 15.7 


Duration of RP 






0 




4.4 


± 5.2 


Smokers 






21 






8 


Number of patients with diabetes 






0 






1 


Number of patients with 






0 






7 


hypertension 














Temp, differences of the coolest 


Total 


1.83 


+ 1 


.25/ 


2.9 


+ 1 .777 


finger 




2.09 


+ 1 


.37 


2.88 


+ 1.71* 




Men 


1.35 


+ 0 


.98/ 


3.33 


+ 1 .967 






1.51 


+ 1 


.16 


3.33 


+ 2.09 f 




Women 


2.16 


+ 1 


.32/ 


2.74 


+ 1 ,68V 






2.49 


+ 1 


.38 


2.7 


+ 1.53 


Temp, differences of first toe 


Total 


2.36 


+ 1 


.72/ 


3.63 


+ 1 .47 






2.65 


+ 1 


.57 


3.79 


+ 1.37* 




Men 


2.56 


+ 1 


.61/ 


3.58 


+ 1 ,22V 






2.69 


+ 1 


.61 


3.78 


+ 1.41 + 




Women 


2.21 


+ 1 


.79/ 


3.65 


+ 1 .477 






2.62 


+ 1 


.55 


3.8 


+ 1.37* 



^Indicates P< 0.001 and f indicates P< 0.05 between normal controls and RP pa- 
tients. Temp., temperature. 



hands whereas twenty-five patients out of total 57 patients (44%) 
with RP reported symptoms involving feet. The distribution of 
the coolest finger in the normal control/RP patients is shown in 
Fig. 2. The temperature differences between the palm and ipsi- 
lateral coolest finger and between the dorsum and ipsilateral 
first toes were significantly larger in RP patients than in the nor- 
mal controls (P < 0.001, at all times). When study participants 
were classified by sex, temperature differences of the coolest 
fingers and of first toes were mostly significantly bigger in RP 
patients than in controls both in men and in women, except 
temperature differences of the coolest finger of the non-domi- 
nant hand which did not contrast between RP patients and nor- 
mal controls in women (Table 1). When restricted to normal 
controls, temperature differences between the palm and the 
coolest fingers were significantly bigger in normal female con- 
trols than in normal male controls (P < 0.001) whereas temper- 
ature differences between the foot dorsum and the first toe did 
not contrast between normal female controls and normal male 
controls. Among the RP patients, there was no gender gap in 



Table 2. Temperature (Temp) differences of coolest finger and first toe in primary and 
secondary RP patients 



Sites 




Primary RP 
patients (n = 33) 


Secondary RP 
patients (n = 24) 


% of RP symptoms 
involving hands/feet 




100%/48% 


100%/38% 


Temp differences (Dominant/ 
Non-dominant hand) 


Finger 
Toe 


2.74 + 1.71/ 
2.71 + 1.85 

3.7 + 1.43/ 

3.8 + 1.36 


3.13 + 1.86/ 
3.1 + 1.5 
3.54 + 1.37/ 
3.78 + 1.42 


Table 3. Sensitivities and specificities for temperature differences of coolest finger 
and first toe. Sensitivities and specificities were determined at a cut off value of 2.2°C 
for temperature differences of the coolest finger and at a cut off value of 3.1 1 °C for 
temperature differences of the first toe in total population, men and women 


Site for analysis 




Sensitivity (%) 
(Rt/Lt) 


Specificity (%) 
(Rt/Lt) 


Coolest finger 


Total 
Men 
Women 


65/68 
75/69 
61/68 


62/57 
82/78 
49/43 


First toe 


Total 
Men 
Women 


72/74 
75/69 
71/76 


68/64 
62/65 
72/63 


Coolest finger and first toe 


Total 
Men 
Women 


88/90 
88/88 
88/90 


45/44 
58/62 
36/31 



Rt, right; Lt, left. 



temperature differences of the coolest fingers and the first toes. 
There were 20 smokers in the normal male controls and 7 smok- 
ers amongst the male RP patients. When temperature differ- 
ences of the coolest fingers and the first toes were compared 
between smokers and non-smokers both in male controls and 
male RP patients, there was no temperature differences be- 
tween smokers and non smokers in both groups. There was 
only one smoker each in the normal female controls and in the 
female RP patient group and their temperature differences of 
the coolest fingers and the first toes did not vary from the oth- 
ers. Lastly, there was no significant contrast in temperature dif- 
ference of the coolest fingers and the first toes between patients 
with primary RP or secondary RP (Table 2). 

ROC analysis 

ROC curves were drawn for temperature differences of the 
coolest fingers and first toes. The optimal cut off values of the 
coolest finger and the first toe were shown to be 2.2°C and 3. 1 1°C, 
respectively. Sensitivities, and specificities for the coolest finger 
and the first toe in the total population, men and women were 
calculated and are shown in Table 3. 

DISCUSSION 

This is the first study to perform infrared thermography on both 
hands and feet. Skin temperature differences between the cen- 
ter of palm and the coolest finger and between the center of the 



504 http://jkms.org 



http://dx.doi.Org/1 0.3346/jkms.201 4.29.4.502 



Lim MJ, et al. • Infrared Thermography on Fingers and Toes 



JKMS 



foot dorsum and the first toe was significantly bigger in RP pa- 
tients than in controls, irrespective of RP symptom involving ei- 
ther hands or feet. RP is characterized by recurrent episodes of 
discoloration affecting the fingers and toes (10). According to a 
study of systemic sclerosis by La Montagna et al. about 90% of 
patients were presented with features of RP in the feet (11) in 
contrast to 44% of the patients in our study. However, most stud- 
ies using thermography to assess RP have focused solely on the 
fingers (12-14). Presumably, this is because patients complained 
about RP symptoms more frequently in their hands than in their 
feet and both patients and examiners disliked removing pa- 
tients' shoes in the clinic, thus toes were more difficult to be ex- 
amined than fingers. Irrespective of RP symptom either involv- 
ing hands or feet, temperature differences of first toe (cutoff val- 
ue: 3.11° C) successfully discriminated RP patients from normal 
controls. Heslop et al. reported long ago that the thumb and little 
finger were least affected by RP (15) and the second, third and 
fourth fingers were included for the assessment of RP. As the 
dominant hands of RP patients were reported to be cooler than 
those of controls in summer (16), the finger which is easily af- 
fected by RP would have lower temperature. By simply checking 
temperature distribution in finger tips, the coolest finger could 
be easily chosen in a thermographic image of hands. Thus, the 
coolest finger was selected among the second, third and fourth 
fingers in our study to choose the best thermographic parameter 
among the fingers. A thermographic assessment of the coolest 
finger was highly effective in men with a high sensitivity and 
specificity. However, it did not work well for women probably 
because of low temperatures of the fingers in normal female 
controls where temperature differences of the left coolest finger 
did not even differ between normal female controls and female 
RP patients. In case of the feet, the first toe was found to best re- 
flect RP involvement of the foot. Advantage of thermography on 
the feet was that there was no gender gap in temperature differ- 
ences of the toes among normal controls, unlike differences 
found in the hands. Thus, temperature difference between the 
foot dorsum and the first toe successfully distinguished RP pa- 
tients from normal controls in both men and women. Among 
women, temperature differences of the first toe were more sen- 
sitive and specific than temperature difference of the coolest 
finger. In particular, the first toe provided the best thermograph- 
ic parameter on the foot than any of the other toes. It has the ad- 
ditional benefit of being larger than other toes with more obvi- 
ous boundaries, which allows confident location for regions of 
interest to be evaluated. Therefore, it is highly recommended to 
perform thermographic assessments on the feet, even if patients 
are not complaining about color changes of their feet. 

A limitation of this study requires consideration. Our study 
failed to differentiate between primary and secondary RP. Sec- 
ondary RP is associated with underlying disorders (e.g., systemic 
sclerosis) and maybe associated with irreversible vessel and tis- 




RP 



H-h > 2.2°C 





F-f > 3.11 °C 



RP 



F-f > 3.11 °C 



Fig. 3. The schematic summary of infrared thermography in Raynaud's phenomenon 
(RP). H, palm of the hand; h, coolest finger; F, dorsum of the foot; f, first toe. 

sue damage. The results of previous studies with cold challenges 
were in controversy as some studies succeeded to differentiate 
disease states of RP (12, 13) while other study failed (17). It was 
previously studied that abnormal nailfold capillaroscopic find- 
ings reflect increased plasma endothelin-1 level in patients with 
RP, helping early diagnosis of connective tissue disease (18). There- 
fore, we believe that infrared thermography on hands and feet is 
not solely adequate and a combined approach with thermogra- 
phy, nailfold capillary examination and autoantibody tests would 
be able to detect secondary RP. 

In conclusion, our study indicates that thermographic assess- 
ment on the hands and feet can aid in the diagnosis of RP in both 
women and men (Fig. 3). In particular, thermographic assess- 
ment on the feet, especially of the first toe, can be more helpful 
for women and highly recommended. 
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